Introduction
A new concept of presbyopia-correcting intraocular lens (IOL) technology, extended range of vision (ERV) IOLs, has been recently developed, aiming to minimize photic phenomena, which are commonly related to refractive and diffractive multifocal IOLs while maintaining the achievement of a functional range of vision. [1] [2] [3] It is inherent to multifocal IOLs that for each focal point, secondary out-of-focus images corresponding to the other foci produce halos. The type and intensity of these visual symptoms depend on the lens design, especially on the magnitude of the addition, and pupil size. 4 Indeed, several clinical studies have reported significant rates of photic phenomena after implantation of different types of multifocal IOLs. [5] [6] [7] [8] In contrast, ERV IOLs are designed to provide a continuous range of functional vision without a distinct asymmetric distribution of light to the foci, avoiding secondary out-of-focus images. This can be achieved by using an aspheric achromatic IOL optic 9 which allows the simultaneous correction of spherical and chromatic aberration, which is the basis of the commercially available Tecnis Symfony IOL (Johnson & Johnson Vision, Santa Ana, CA, USA).
Clinical studies with the Tecnis Symfony IOL have shown excellent distance and intermediate visual outcomes, with minimal incidence of photic phenomena and high levels of patient satisfaction. [1] [2] [3] Near visual outcomes have been found to be more limited, but still provide functional reading capabilities. [1] [2] [3] A subanalysis of the international CONCERTO multicenter study evaluated the potential benefit of introducing some level of monovision to improve near visual outcome and spectacle independence, with a significant increase in satisfaction score for near vision using the mini-monovision approach. 1 To our knowledge, the ideal magnitude of monovision, that is, the level of the difference in spherical equivalent (SEQ) between the eyes of a patient, has not yet been investigated. The aim of the current study was to evaluate the impact of different levels of monovision on clinical outcomes and patient satisfaction after the bilateral implantation of the ERV IOL Tecnis Symfony.
Patients and methods Patients
This study is a subanalysis of the results of the multicenter CONCERTO study evaluating the clinical outcomes after bilateral implantation of the Tecnis Symfony IOL. 1 Patients from 40 active study sites from Finland, France, Germany, Norway, Spain, Sweden, and United Kingdom were included. Inclusion criteria comprised of visually significant cataract, bilateral implantation of the Tecnis Symfony IOL, age $18 years, and a postoperative corneal astigmatism of #0.75 D. Exclusion criteria were a potential visual acuity ,0.2 logMAR due to ocular pathological processes, systemic or ocular medication that could affect vision, any chronic or acute pathology that could alter the result, previous ocular surgery, amblyopia, strabismus, form frustre or clinical keratoconus, pupil abnormalities, capsular, or zonular abnormalities with the potential of inducing IOL decentration or tilting and participation in another clinical study. This study was performed as a retrospective/ prospective study: Patients were enrolled consecutively after bilateral implantation of the Tecnis Symfony IOL. The last preoperative patient visit and the surgery were documented retrospectively and the 4-8 week and 4-6 month follow-up visits prospectively.
Whereas the study design of the CONCERTO study differentiated between patients targeted for monovision and no-monovision, the current evaluation is based on the stratification for the achieved level of monovision at 4-6 months after surgery. The total sample was divided into six groups according to the postoperative magnitude of monovision (difference in SEQ between both eyes): 0 D (group 1), 0,x#0.25 D (group 2), 0.25,x#0.5 D (group 3), 0.5,x#0.75 D (group 4), 0.75,x#1.0 D (group 5), and .1.0 D (group 6). In all patients with an intended induction of monovision, the myopic target was always attributed to the non-dominant eye.
The study adhered to the tenets of the Declaration of Helsinki and was approved by the ethics committee (Ethics Committee of the Center Hospitalier Regional Universitaire de Brest). All patients provided written informed consent regarding their participation in the study.
Preoperative and postoperative examinations
A complete preoperative ophthalmological examination was performed in all cases including measurement of uncorrected (UDVA) and corrected distance visual acuity (CDVA), manifest refraction, Goldmann tonometry, slit lamp anterior segment examination, optical biometry, keratometry, and fundus examination under pupil dilation. Postoperative follow-up examinations were performed 4-8 weeks and 4-6 months after surgery. The following parameters were evaluated: binocular UDVA and monocular and binocular CDVA, binocular uncorrected near visual acuity (UNVA) measured at 40 cm, and binocular uncorrected intermediate visual acuity (UIVA) measured at 70 cm. Likewise, patients were asked about their spectacle use after surgery (how often do you need spectacles to see at far/intermediate/near distances), categorizing the answer into 0%, 25%, 50%, 75%, and 100% of time. Furthermore, patients were also asked about the incidence of photic phenomena, including halo, glare, starburst, and others (none/ mild, moderate, and severe). Finally, patients were asked about their satisfaction with the procedure and the outcomes: 
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Monovision with an erV iOl you recommend this lens to your relatives and friends?" (Yes/No). The current evaluation is based on the results at the 4-6 months follow-up visit.
surgery
All surgeries were performed by experienced surgeons from the CONCERTO study group using a standard technique of phacoemulsification. Incisions were performed in all cases at the temporal area. All procedures were performed under topical anesthesia and after instilling mydriatic drops several minutes before the surgery. The IOLs were inserted into the capsular bag using the UNFOLDER Platinum 1 Series Screw-Style Inserter (Johnson & Johnson Vision) through the main incision. Postoperative care followed the routine procedure of each study site.
Data analysis
Means and SDs with CIs (95%) were calculated for binocular UDVA, UIVA, and UNVA for each group. Likewise, percentages corresponding to each answer of questions about patient satisfaction, spectacle independence, and photic phenomena were determined for each group. SPSS statistics software package version 15.0 for Windows (SPSS Inc., Chicago, IL, USA) was used for these analyses.
Results
A total of 411 patients (246 females, 165 males) with a mean age of 66.5±10.9 years were included in this analysis. The following number of patients was included in each monovision group: 75 patients in group 1, 148 patients in group 2, 90 patients in group 3, 52 patients in group 4, 27 patients in group 5, and 19 patients in group 6 (Table 1) .
Visual outcomes and spectacle independence
The pre-and postoperative visual acuity and refraction data are shown in Table 1 .
Mean 
Photic phenomena
Halos were absent or only occasionally present in most of the patients, with percentages ranging from 93.3% in group 1 to 78.9% in group 6 ( Figure 3 ). The percentage of eyes with no or occasional glare ranged from 96.2% in group 4 to 78.9% in group 6 ( Figure 3 ). Regarding starbursts, the incidence was relatively equal between the groups with the highest 
Patient satisfaction
Similar median patient satisfaction scores were obtained for distance vision in all monovision groups (Figure 4) . For intermediate distance, the best median scores were obtained in lower monovision groups (2 and 3) and in group 6. For near vision, the best satisfaction outcomes were obtained in groups 4, 5, and 6 ( Figure 4) .
A total of 96.7% (group 3) and 96.2% (group 4) of patients would recommend the same procedure to their friends and family and would choose the same lens again ( Figure 5 ) with lower percentages for the rest of monovision groups ( Figure 5 ).
Discussion
The ERV IOL Tecnis Symfony has demonstrated to provide functional distance, intermediate and near visual acuity, with excellent results for distance and intermediate vision and some limitation for near vision. [1] [2] [3] This limitation has been suggested to be overcome with a mini-monovision approach by the induction of some level of residual myopia in the non-dominant eye. 1 However, the magnitude of induced myopia for optimization of the visual outcome is not yet known for the investigated IOL. In the current study, we performed a subanalysis of the CONCERTO multicenter study data and stratified the evaluation for the magnitude of monovision. With monofocal IOLs, a monovision around 0.75 D was shown to induce good distance (100% achieving at least 0.0 logMAR binocular UDVA) and intermediate visual outcome (100% achieving at least 0.1 logMAR binocular UIVA), and a relatively functional near vision (63.33% achieving 0.3 logMAR binocular UNVA). 10 Less dependence on glasses has been reported for multifocal IOLs compared to pseudophakic monovision, but with significantly more photic phenomena and an increased risk for IOL explantation due to patient dissatisfaction. [11] [12] [13] [14] [15] Hence, monovision using monofocal IOLs with modest refractive differences between eyes is able to provide functional vision and good patient satisfaction without the inherent risk for troublesome visual symptoms associated with multifocal IOLs. [10] [11] [12] [13] [14] [15] Our hypothesis was that the use of an ERV IOL with a mini-monovision approach may be an effective option for a complete visual rehabilitation, as ERV IOLs provide excellent distance and intermediate visual outcomes and the minimal limitation for near vision may be overcome with the induced slight monovision.
Our study revealed that although UDVA showed no clinically relevant difference among groups, UIVA worsened at the highest levels of monovision, suggesting that monovision levels between 0.50 and 0.75 D may be the recommendable 
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Monovision with an erV iOl option. In contrast, better UNVA was obtained with higher levels of monovision as in groups 4, 5, and 6, with the best outcome with the induction of anisometropias .1.0 D (mean value: 0.79±0.26 decimal, equivalent to 0.1 logMAR or J1 on the Jaeger scale). This level of near visual outcome is better than that reported for pseudophakic mini-monovision correction with monofocal IOLs. 10, 11, [13] [14] [15] Our mini-monovision results were comparable to those with multifocal IOLs, but with a lower incidence of photic phenomena. 7, [16] [17] [18] [19] According to the results of our study, a monovision around 0.75 D seems to be the most recommendable option as it improved near vision without degradation of distance and intermediate vision. This option also provided high levels of spectacle independence at near (75.0% in group 4, 74.1% in group 5), which was better than spectacle independence levels reported for mini-monovision approaches with monofocal IOLs. 10, 11, 13, 15 Likewise, this level of spectacle independence was equivalent to that found with some multifocal IOLs. 16, 17 Besides good visual and spectacle independence outcomes, monovision levels around 0.75 D were also found to provide low incidence of halos and glare, with 88.5% and 96.2%, respectively, not reporting them at all or reporting them only occasionally. This incidence is minimal compared to the dissatisfaction rates and patient complaints due to these phenomena observed with multifocal IOLs. 20, 21 Indeed, significantly higher rates of photic phenomena have been reported for different types of multifocal IOLs. 7, [16] [17] [18] [19] 21 It should be considered that significant disturbances due to photic phenomena are one of the main causes for multifocal IOL explantations. 22 Lubiński et al 21 found that 75% of patients implanted with a diffractive bifocal IOL reported the perception of some level of halos. Law et al 7 found in a group of eyes implanted with a trifocal IOL that 80% of patients reported difficulties associated with halo perception at 1 month postoperatively, but this percentage decreased to 40% at 6 months after surgery. Similarly, these authors also demonstrated a reduction in the difficulties associated with glare perception over time, with the percentage decreasing from 73.3% at 1 month to 13.3% at 6 months postoperatively. 7 Finally, concerning patient satisfaction, the best outcome for near vision satisfaction was obtained for monovision levels .0.50 D, while maintaining high levels of satisfaction with distance and intermediate vision.
For a monovision level between 0.51 and 0.75 D, 96.2% of patients would recommend the same procedure to their friends and family and would choose the same lens again. This high level of patient satisfaction is in agreement with the outcome reported in other studies evaluating the results of pseudophakic micro-monovision with monofocal IOLs. 10, 11, 15 Zettl et al 10 found a high patient satisfaction score of 93.18 in the VF-14 questionnaire after the implantation of monofocal IOLs generating an anisometropia between 0.5 and 1.75 D. Likewise, the level of patient satisfaction achieved in our study with the ERV IOL and a monovision of around 0.75 D is also consistent with that reported for different multifocal IOLs. 7, 16, 17, 19 Mendicute et al 16 found that more than 90% of patients implanted with a trifocal diffractive IOL were satisfied with the visual outcome. Kretz et al 17 found that 100% of patients implanted with a bifocal diffractive IOL were at least moderately happy with the outcomes of the surgery.
Conclusion
We found the overall best results in monovision levels of 0.5 to #0.75 D and 0.75 to #1.0 D, which indicates that a mini-monovision of around 0.75 D in eyes implanted bilaterally with the ERV IOL Tecnis Symfony may provide the optimum visual rehabilitation after cataract surgery, with good levels of visual acuity across all distances, minimal incidence of photic phenomena, and high levels of patient satisfaction. Monovision levels .0.75 D resulted in slightly worse intermediate visual acuity. Future studies should evaluate the impact of mini-monovision on stereopsis and the long-term outcome with this approach.
